
Operation Manual

Eye Health Goggle
MODEL: EHG 393

Use only solution provided 
or pure water. Use at own 

risk if different water 
source.

Select WARM mode and 
wait for 2 minutes to reach 
set temperature, put on the 

device when mist appear.

Dry and clean condensation 
water after used.

Please take note:
• This product has been sterilized.
• Always keep water storage compartment clean.
• Refer operation manual before use.

Use 3000 - 5000 mAH 
portable charger.
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